False negative results in high viremia parvovirus B19-samples tested with real-time PCR.
Extremely high viremia is observed during some viruses infection, especialy in immunocompromised patients. False negative results of Parvovirus B 19 DNA tests performed with real-time PCR in high viremic samples are reported. The way of fluorescence diagrams analysis and algorithm of positive result confirmation to exclude such phenomenon are proposed.